[Clinical application of the ophthalmic high frequency ultrasonic B-scan diagnostic equipment].
800 eyes were examined with the ophthalmic high frequency ultrasonic B-scan diagnostic equipment. The results were confirmed by medication, optical examination, CT, surgical operation, or pathology at a rate of 93.3%. The authors discussed the acoustic characteristics of the ultrasonic image of common ocular diseases and its functional characteristics. It was believed that the equipment markedly enhanced the diagnostic capability of ultrasound in ophthalmology.